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 دانشگاه علوم پزشکی و خدمات بهداشتی و درمانی قزوین
 دندانپزشکیدانشکده 
  :چکیده
آلودگی سیستم و منابع آب در یونیتهای دندانپزشکی امری شناخته شده می باشد.این  :وهدفمقدمه 
آلودگی می تواند از بیمار یا از منابع آب سرچشمه گیرند.با توجه به اینکه آب در کارهای درمانی 
دندانپزشکی به طور مستمر،جهت خنک کردن دستگاههای دوار(توربین) اولتراسونیک و همچنین جهت 
شستشو و تمیز کردن محیط عمل دندانپزشکی،در دهان مریض مورد استفاده قرار می گیرد و از طرفی وجود 
ومحیط های جراحی ایجاد شده به صورت زخم باز،ما را بر آن وا  L.D.Pمحیط پرخون و حساس مثل الیاف
قبول برسانیم.برای این می دارد که در آب مورد مصرف،تعداد میکروارگانیسم ها را به حداقل ممکن و قابل 
منظورمیزان آلودگی آب دریونیتهای دانشکده دندانپزشکی شهرقزوین به میکروارگانیسم های گرم مثبت 
 ومنفی موردبررسی قرارگرفت.
یونیت دانشکده دندانپزشکی شهر قزوین 24تحلیلی بوده وبررسی برروی-مطالعه به روش توصیفی روش :
ثانیه 30بعدازروزانه،ازانجام کارمجرای توربین)تعدادچهارنمونه،قبل است.ازهریونیت(انجام گرفته 
شیشهای ازقبل استریل  دربطریهای330ccدقیقه فلاشینگ)و(بعدازانجام کارروزانه)به میزان4،(بعدازفلاشینگ
شده تهیه گردید.دراین بررسی تعدادکلنی باکتری هادرهرچهارمرحله شمارش شد،ضمنامیانگین تعدادکلنی 
 ردبررسی قرارگرفتند.نیزموها
یونیت دارای آلودگی (قبل از انجام کار روزانه)بوده که میانگین  24یونیت مورد بررسی  24از :نتایج 
کلنی باکتری  3740یونیت و 10ثانیه فلاشینگ به30بوده است.این میزان بعداز37850تعدادکلنی باکتریها
کلنی باکتری کاهش یافت. تعداد 5080و یونیت00دقیقه فلاشینگ به4کاهش یافت.و این میزان بعداز
 عددبوده است. 35000یونیت بوده که میانگین تعدادکلنی باکتریها10یونیتهای آلوده بعدازانجام کار روزانه
کاهش چشمگیر آلودگی(بعد  میتوان نیت دراین مطالعهیو24نمونه گیری ازبراساس  به طورکلینتیجه گیری:
را نسبت به(قبل ازانجام کار) نتیجه دقیقه فلاشینگ)و(بعد از اتمام کار روزانه) 4ثانیه فلاشینگ)و( 30از 






Introduction and purpose:Water source contamination in dental units is a 
known matter.This contamination can be drived  by the patient or water  
sources.Considering in dentistry therapeutic affairs,The water is continually 
used for cooling the rotary(turbine ),ultrasound mashins and also for washing 
and cleaning of the dentistery operation environment in the patient mouth.On 
the other hand,The bloody and sensitive environment such as P.D.L .And other 
open surgical environment,Make us to reduce the number of microorganisms to 
the least and also accepted level.For this purpose، Evaluation  of  water  
pollution  out  put of (turbines)  to  common  bacteria  gram positive and 
negative(+,-) in the Qazvin city of dental school. 
Method:This study was descriptive cross sectional and the survey was done 
on42 units in the Qazvin city of dental school.Four samples from each unit  was 
obtained in prestrilled bottles in100cc for4 times,including,before starting the 
daily work,after30 second,after2 minutes flushing and after finishing  the daily 
work.In this study the number of bacterial colonies was counted in 4 groups and 
then average numbers of colonies was calculated. 
Results:Among the selected 24 units,all were contaminated before starting the 
daily work with the mean colonies 17850.The colonies numbers decreased 
to3250 after30 second flushing in16 units and also decreased to 1837 arfer 
2minutes flushing in 13 units.In total  numbers  of contaminated units were19 
units after finishing the daily work with the mean number att11170. 
Conclusion:In total,according to the sampling of24 units in this study we can 
conclude that the bacterial colonies decreased after30 seconds,2 minutes 
flushing and after finishing the daily work,according to before starting the daily 
work.So,the flushing of the water could be useful for reduction of bacterial 
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